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ABSTRACT 


A TRANSIMPEDANCE AMPLIFIER FOR 
CAPACITIVE MICROMACHINED ULTRASONIC 

TRANSDUCERS 

Yavuz KANSU 

M.S. in Electrical and Electronics Engineering 
Advisor: Prof. Dr. Abdullah ATALAR 
December, 2015 


In this thesis a design of a CMOS transimpedance amplifier (TIA) for a capac- 
itive micro- machined ultrasonic transducer (CMUT) is presented. CMUT’s have 
a high electrical impedance when used as receivers. Any capacitance between the 
CMUT and a high impedance amplifier will degrade the frequency response. So, 
we need to amplify the current rather than the voltage. This approach requires 
a transimpedance amplifier. 

The designed TIA has a 30 MHz bandwidth and 400 kfl transimpedance gain. 
The total input referred current noise of the TIA is 270 fA/\/Hz at 10 MHz. The 
noise figure of the TIA is 2.7 dB at 10 MHz when connected to the CMUT with 
200 kfl source resistance. The power consumption of the TIA is 10.5 mW and 
the size of the TIA layout is 133/iin x 45/xm. The TIA chip will be fabricated in 
AMS C35B4C3 (0.35/mi) process. 


Keywords: CMUT, TIA, Transimpedance Amplifier, CMUT Receiver. 



OZET 


KAPASITIF MIKROi§LENMI§ ULTRASONIK 
gEViRiciLER igiN TRANSEMPEDANS YUKSELTECi 

Yavuz KANSU 

Elektrik ve Elektronik Muhendisligi, Yiiksek Lisans 
Tez Damsmam: Prof. Dr. Abdullah ATALAR 
Aralik, 2015 


Bu tezde kapasitif mikroi§lenmi§ ultrasonik geviriciler (CMUT) icin 
transempedans yiikseltegi (TIA) tasanmi anlatilmaktadir. CMUT’lar almag 
olarak kullanildiklarmda elektriksel olarak yiiksek empedansa sahiptirler. CMUT 
ilc yiiksek empedansli yiikselteg arasmdaki herhangi bir kapasitans, CMUT’m 
frekans cevabim kotiile§tirir. Bu nedenle CMUT’m ciki§ voltaji yerine CMUT’m 
ciki§ akimi yiikseltilmclidir. Bu yontem transempedans yiikselteci kullammim 
gerektirir. 

Tasarlannn§ olan TIA 30 MHz bantgenisligine ve 400 kD transempedans 
kazancma sahiptir. TIA’nm 10 MHz’deki giris akim guriiltiisii 270 fA/vRz’dir. 
TIA’ya, kaynak direnci 200 kfl olan bir CMUT baglandigmda 10 MHz’deki 
giiriiltii i§areti (NF) 2.7 dB olmaktadir. TIA’nm giig thketimi 10.5 mW ve serim 
olciileri 133pm x 45/im’dir. Tasarlanan TIA gipi AMS C35B4C3 (0.35pm) prosesi 
ilc iiretilecektir. 


Anahtar sozcukler: CMUT. TIA, Transimp edans. 
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Chapter 1 


Introduction 


Capacitive Micromachined Ultrasonic Transducer (CMUT) is a device which con- 
verts electrical signals to ultrasound signals as a transmitter and converts ultra- 
sound signals to electrical signals as a receiver [2], CMUT can be described as a 
parallel plate capacitor in which one of the plates is moveable and interfaces with 
the medium while the other one is fixed. 

To operate the CMUT as a transmitter, an AC signal on top of a DC bias 
voltage should be applied, then the changing electrical held between the plates 
moves the front plate and generates the ultrasound signals. In order to operate 
CMUT as a receiver, DC bias voltage should be applied to the plates. When 
the ultrasound signals vibrate the front plate of the CMUT, its capacitance will 
change and a current will be generated. 

To measure the generated current signal from the CMUT receiver, a tran- 
simpedance amplifier (TIA) is used. A TIA converts an input current to a voltage 
output. Since TIA’s input impedance is very low, they are used as a pre-amplifier 
for high impedance sensors like photo diodes [3], MEMS accelerometers [4] and 
CMUT’s [5], 

CMUTs are fabricated with MEMS process given in [6]. Many CMUT cells can 
be fabricated on a single die to form a 2-dimensional array [7]. CMUTs have been 
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Figure 1.1: Block diagram of the ultrasound imaging system 


found very attractive in medical imaging applications because of design flexibility 
and the ease of fabricating large arrays [8, 9]. For medical ultrasound imaging, 
the CMUT receiver array is connected to the ultrasound scanner machine through 
the TIA shown in Fig. (1.1). Since the impedance of the CMUT receiver is very 
high, the TIA should be placed near the CMUT array as close as possible [10]. 
A CMUT array with thousands of elements is needed for better image resolu- 
tion [11], In contrast, the state of the art ultrasound scanners have up to 256 
receiving channels [12, 13]. As a solution, the CMUT array with thousands of 
elements can be connected to the scanner by multiplexing the TIA outputs. 

As a CMUT pre-amplifier, a TIA should not degrade the performance of the 
sensor. Design of a wide bandwidth, a high gain and a low input referred noise 
TIA for a CMUT is presented. 
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Chapter 2 


Transimpedance Amplifier 


CMUT receivers produce current output when the acoustic waves hit the CMUT’s 
plate. If the acoustic waves are small in amplitude, the output of the receiver 
becomes very weak. So, the generated current from the CMUT receiver should 
be amplified. For signal processing, analog signals should be converted to digital 
signals and this is done by analog to digital converters (ADC). Since most of the 
ADCs convert voltage signals [14], CMUT current signals must be converted to 
voltage signals. Hence, a transimpedance amplifier (TIA) is needed to make this 
conversion. 

There are three important parameters for TIA design; transimpedance gain, 
bandwidth and input-referred current noise. The transimpedance gain is a ratio 
between the TIA output voltage to the TIA input current which is given as 
Rt = dVoutjdhn . So, it determines how much output voltage for a given current 
is produced. For example, if the CMUT output is 1 mA and transimpedance gain 
is 1 kD then TIA output voltage will be 1 V. 

The input-referred noise is a fictional parameter which is used for the compari- 
son of the TIAs independent from their transimpedance gain. The input-referred 
current noise can be calculated by dividing the output voltage noise to the tran- 
simpedance and its unit is A/\/Hz. It determines the minimum detectable current 
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of the TIA. Also, the input-referred current noise of the TIA can be used in the 
noise figure ( NF ) calculations as given Eq. (2.1) 


dB (NF) = dB 


P + J 2 

n,op ' n. 


n,cmut 


T 2 

± n.cmut 


290°K 


( 2 . 1 ) 


where I n op is the input-referred current noise of the TIA and I n , cmut is the CMUT 
current noise. NF is difference between signal to noise ratio (SNR) at the input 
and signal to noise ratio (SNR) at the output at 290° K. For low noise applications, 
NF should be lower than 3 dB. So, the input-referred current noise of the TIA 
should be lower than the CMUT current noise. For example, the CMUT cells in 
the 2D array have 200 kQ resistance ( R cm ut ) and 100 fF capacitance ( C crnut ) at 
the resonance. The CMUT current noise is 


'■n^cmut 


AkT 


R, 


0.3 pA/\/Hz 


290°K 


cmut 


( 2 . 2 ) 


where k is the Boltzmann constant and T is the ambient temperature in Kelvin. 
As a result, I n . op should be lower than 0.3 pA/v^Hz. 


Bandwidth (BW) is the operating frequency range of the amplifier. The TIA 
bandwidth should be wide enough such that information in the analog signal 
can be amplified without loss. So, TIA shouldn’t limit the CMUT receiver BW. 
Since the CMUT cells in the 2D array have more than 30 MHz bandwidth, TIA 
is designed for a minimum of 30 MHz bandwidth. 


To explore the benefits of different approaches, three types of TIA topologies 
are analysed; Resistive Termination, Common Gate Amplifier and Resistive Feed- 
back Amplifier. Resistive termination and Common Gate Amplifier is analysed 
briefly because they are not good for low noise applications [15]. However, the 
resistive feedback amplifier as a CMUT front-end receiver has been reported in 
various papers [10, 16, 17, 18]. 


4 



2.1 Resistive Termination 


Probably the simplest approach for converting the CMUT output current to a 
voltage signal is to terminate the CMUT with a shunt load resistor Rl as given 
in Eq. (2.1). The bandwidth of the circuit can be calculated as 


fsdB — 


2tt (R, 


cmut 


RlMCcmut + Cl) 


(2.3) 


where Cl is a load capacitance which can be a parasitic capacitance or an input 
capacitance of the following stage. If the CMUT connected to a high input 
impedance voltage amplifier with R L R cm ut and Cl C cmut then Eq. (2.3) 
becomes 


f3dB 


(2.4) 


‘111 RcmutC L 

If Rcmut = 200 kfl, C cmut = 100 fF and C amp = 2 pF, then the bandwidth is 
380 kHz which is much lower than required 30 MHz bandwidth. As we can see, 
the bandwidth is limited because of R cmu t and Cl- 


The noise figure NF of the circuit is 


NF 


dB 


T 2 I r2 

^n^cmut 1 x n,L 

72 

n,cmut 


dB 



R, 


cmut 

HT 


(2.5) 


From Eq. (2.3) and Eq. (2.5), both BW and NF are inversely proportional to Rl- 
As Rl increases, BW and NF drop, hence for high impedance sensors like small 
CMUTs, a wide band and low noise amplification is not simultaneously possible 
with resistive termination. 


Vout. 


T 

1 cmut \ 

TD 
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= Rl < 
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Figure 2.1: Resistive Termination 
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2.2 Common Gate Amplifier 


Common gate amplifier (CGA) is an amplifier with a low input impedance which 
buffers the input current. It is generally used with large area photo-diodes to 
short out the photo-diode’s large capacitance [15]. In this work, CMUT cells 
will be integrated to the front-end electronics via wire bonding technique. So, 
there will be a significant parasitic capacitance between the CMUT and the am- 
plifier [19]. Since CGA input impedance is much lower than that of CMUTs, 
CMUTs receiving performance and bandwidth will not be effected by the para- 
sitic capacitance. 


Vdd 



Figure 2.2: Common Gate Amplifier 

The CGA given in Fig. (2.2) is designed with NMOS and PMOS current sources 
to achieve a higher gain and a low input impedance. M\ is the NMOS current 
source and M 3 is the PMOS current source. M 2 is the NMOS common gate 
amplifier stage. Hi,H 2 and 1 / b3 are the bias voltages of the transistors. The 
detailed analysis of the CGA can be found in [15]. The transimpedance gain of 
CGA is given by: 

D T ol'^’o3((5 , m2 T 9mb2)f o2 T 1) / 0 «\ 

Rt = 7 7 T7 7 1 ( 2 - 6 ) 

n ol + U>2 + T , o3 + \g m 2 + 9 mb 2 y oir o2 

where g nu is the transconductance of the transistor M t , g mbi is the body transcon- 
ductance of the transistor M t and r ol is the output resistance of the transistor 
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Mi. It is reasonable to assume that (g m2 + g m b 2 )r 0 2 > 1 and (g m2 + 5W,2 )u> 2 U>i > 
To 1 + r o2 + r o3 . Thus, 

i? T « r, 03 ~ tw • (2.7) 

AId 

The input impedance of the CGA is given: 

Rin « • (2.8) 

,9m2 + Jmi)2 

(g m 2 + g-rnm) can be as high as 20 mS. Thus, Ri n can be 50 Q. 


The bandwidth of the CGA for a large input capacitance given as: 

f'idB = 


2,tt(R, 


cmut 


Rin) (C cmut H“ Cpar) 


(2.9) 


where C' par is the parasitic capacitance due to the interconnection between the 
CGA and CMUT. Generally C par is on the order of 1 pF when wire bonding 
technique is used and it is larger than C cmut . Also, R in is much lower than R cmu t- 
Thus, 


f3dB — 


gm2 + gmb2 


2nC, 


par 


The input referred current noise of the CGA is given 


In,, op = 4:kTj(g ml + g m3 ) 


( 2 . 10 ) 


( 2 . 11 ) 


where 7 is the MOS transistor noise coefficient. The transconductance of a tran- 
sistor at saturation can be calculated as 

2 Id 2 Id 


gin 


( 2 . 12 ) 


\y GS — Vth\ Vod ’ 

where Vqs is the transistor gate to source voltage, Vth is the transistor threshold 
voltage and Vod is the transistor over drive voltage. Thus, 

72— _ 8 ^ J DkT 87 I D kT 

V OD1 + Vorn ■ (2 - U ’ 

For a lower input current noise, Vod of transistor should be increased or I D should 
be decreased. Vod can not be increased independently because transistors are in 
saturation region when \Vds\ > Vod • Also, the sum of the over drive voltages of 
the transistors must be lower than the supply voltage (Vdd) as given 


Vodi + Vqd2 + Vqd3 < Vdd ■ 


(2.14) 
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Additionally, the bias current Iq can not be decreased because this will limit the 
dynamic range of the CGA. Thus, / 2 op must be minimized according to Eq. (2.14). 
This limitation makes a low noise design impossible with a low supply voltage [15]. 


2.3 Resistive Feedback Transimpedance Ampli- 
fier 


Cf 



Figure 2.3: Resistive Feedback Transimpedance Amplifier 


Resistive feedback TIA shown in Fig. (2.3) is commonly used in optoelectron- 
ics. The inverting amplifier senses its input and gives a proportional current over 
feedback resistor back to the input. Because of the Miller effect, input impedance 
of the amplifier is equal to the feedback resistor Rf divided by the amplifier 
open loop gain A 0l providing us with a low input impedance. As described by 
B.Razavi [15], the resistive feedback amplifier can be treated as a second order 
system. If Cf = 0 then transfer function of the amplifier is given by: 


V, 


out 


L cmut 


AoUJq 

~cT 


tot 

2 RfCtot + l/ w 0 (A + l)tao ' 
3 2 H — — — — - — s + 2 — 


(2.15) 


RtCi 




RfC, 


f'-'tot 


where C to t is the total capacitance at the input of the amplifier and uiq is the 
open loop voltage gain corner frequency. Eq. (2.15) gives the transimpedance 



gain of the topology and when s = 0 and A 0 3> 1, it approaches Rf. In order 
to get a high transimpedance gain, the feedback resistor should be large. The 
denominator of the transfer function can be written as s 2 + 2(u : n + where u n 
is the closed loop corner frequency and ( is the damping factor. To get a well- 
behaving step response and a maximally flat frequency response, the damping 
factor of the system should be equal to \f2j2. When the system of equations are 
solved, there appears a relation between ojq and u> n which is given by: 


V2u n 

V2A 0 


GBW = 


1 RfC tot 

uqAq ulRfC to t 


(2.16) 

(2.17) 

(2.18) 


2n 2 tt 

As seen in the Eq. (2.17), —3 dB bandwidth is improved by \Z2A 0 relative to 
the resistive termination. In our implementation, —3 dB bandwidth should be 
higher than 42 MHz and the voltage gain should be higher than two. Since the 
voltage gain of the amplifier is equal to R R - - , we choose Rf = 400 kfl If we 
assume that the input capacitance of the amplifier is equal to 1.5 pF, then the 
core amplifier should have more than 42.4 MHz bandwidth and 22 dB open loop 
gain. So, the core amplifier should have more than 5.4 GHz gain bandwidth 
product (GBW). From the Eq. (2.18), if we increase the total input capacitance 
or the feedback resistor, we will need more gain bandwidth product for the same 
closed loop bandwidth. If Cf is not equal to zero than TIA BW becomes 

1 


Wn = 


RrC 


7W 


(2.19) 


[20]. For a 30 MHz bandwidth and a 400 kfi gain, Cf should be 13 fF. 


Since the CMUT receiver generates a current output, the TIA input-refered 
current noise density is an important criterion for the noise analysis. The input 
current noise of the amplifier is analysed in [17] and it is given by: 


V 2 

r n,op 


Ilo P = U 2 Cf ot V 2 op + JJ, 

V cmut 


RfY 


+ 


4 kT 

~r7'- 


( 2 . 20 ) 


where V 2 op is the input voltage noise of the core amplifier. As seen in Eq. (2.20), 
the dominant noise source is the feedback resistor at lower frequencies. However, 
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the core amplifier noise contribution becomes significant at higher frequencies 
because of the capacitances. To obtain a lower input current noise, the feedback 
resistor can be increased. On the other hand, increasing the feedback resistor may 
decrease the bandwidth and increase the polysilicon area. Thus, the parameters 
of the design are tightly bounded to one another and this fact should be taken 
into account during the design steps. 

2.3.1 The Cascode Common Source Amplifier 

Cf(13fF) 



Figure 2.4: Cascode Common Source Amplifier 

The core amplifier which consists of five NMOS transistors and three PMOS 
transistors is given in Fig. (2.4). M\ and M 2 transistors are cascode connected 
transistors which give the main gain of the core amplifier. M 4 is the constant 
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current source transistor and M 3 transistor is cascode connected to them to boost 
the output impedance of M 4 . To lower the output impedance of the cascode stage, 
a source follower amplifier is connected to the output of the first stage. M 6 is the 
source follower amplifier which is connected to M 7 current mirror transistor. Rf 
is the feedback transistor and Cf is the compensation capacitor. M 5 is the power 
shutdown switch and M s is the output switch. When the outputs of multiple 
TIAs are connected in parallel, Mg transistors will form a multiplexer as given in 
Fig. (2.5). 



Figure 2.5: Connection diagram of multiple TIAs 


2. 3. 1.1 Analysis 

To simplify the analysis we will neglect the effect of the switches M 5 , Mg because 
their on resistance are very low. Since Vsb 3 is equal to zero than g m b 3 is also 
equal to zero. The detailed analysis of the cascode amplifier can be found in [21], 
The output impedance of the cascode PMOS current source Ri 3 is given as: 

R13 = T. 03(1 + (jm-iToA) + r o4 ~ ^ 3 ^ 3^04 ( 2 . 21 ) 

As we can see, R/ i3 is equal to the output impedance of the M 4 multiplied by 
intrinsic gain Ai 3 = g m3 r o3 of M 3 . To increase r o4 , a longer channel length 
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is chosen for M 4 . Also, to increase A i3i L 3 is chosen minimum process length 
of 0.5/jrn and W :i is chosen wider. To find the open loop gain of the cascode 
amplifier, we need to find gain from node V\ to node V 2 which is the gain of M 2 
written as 


A* = h = 1 + (to + ^ + )r<>2 (2 . 22) 

hi f o2 

Ri 2 is the resistance seen from the drain of M\ . R[ 2 can be written as 

r o2 + R13 g m 3 r o3 r o4 OQ x 

-/ b / 2 . , , . Zj(J ) 

1 + \9m2 + 9mb2) r o2 \9m2 + 9mb2J r o2 

Then we will write the gain from V tn to V\. Since Mi is the common source 
amplifier, its gain is given as 


A 


vl 


V, 

v in 


— —gmliXol II R 12 ) 

gm3 r o3 r o4 


(2.24) 


gm3 r o3 r o4 + (<?m2 + 5 , mfe2 ) r o2 r ol 

As the last step to find the gain from V m to V out) we need to find the source 
follower gain. The source follower gain is given as 


, Tout gm6 

v^, — ~ 

^2 gm6 T gmb6 


« 0.8 


(2.25) 


If we substitute Eq. (2.22), Eq. (2.24) and Eq. (2.25), the open loop gain of the 
cascode amplifier becomes Eq. (2.26) 


A A A A ~ CIS gm2gm3‘fol r o2 r o3 r o4 / 0 

A v = A v iA v 2 A v3 « -0.8^ m i — (2.26) 

gm2 T oir o2 T g m 3'r o3 T o4 

If we assume that the core amplifier poles are far apart and the most dominant 
pole of the system is created from the node which has the highest impedance. This 
node is V 2 , because of two cascoded transistors are connected. The impedance at 
the node V 2 is given as 


Routl — V ol + r o2(l + ( <?m2 + gmb2)f ol)] 1 1 [ r o4 + f. o3(l + gm3 r 04 )] 

.. g m 2g m 3r 0 ir 0 2r 0 3r oA (2.27) 

gm2 f oir 0 2 T gm3‘r o3 r o4 
The capacitance at the node V 2 is 


Coutl — CdG2 + C'DB2 + CdG3 + CdB3 + CgD6- 


(2.28) 
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The dominant pole can be written as 


ta 0 


27T Rnii.fA a 


outl^ outl 


Qrr&T oir o2 T C/m3^ o3 T o4 


(2.29) 


2ti(CdG2 + Gd£2 + CdG3 + CdB3 + CGDe){9m29m3‘r ol'^o2^ o3'^ 04 ) 

Lastly, we need to find the unity gain bandwidth (GBW) of the core amplifier 
which is given 

GBW = 9 ™ 1 « V 2 l D iKn{W /L)i (2.30) 

^^Coutl ZnCoutl 

where Id i is the bias current of Mi, K n is the NMOS transistors transconductance 
parameter, W is the width of the transistor and L is the channel length of the 
transistor. Eq. (2.30) shows that keeping C out i lower is critical to achieve a high 
unity gain bandwidth for the given bias current In\ ■ We optimized the size of 
M 2 , M 3 and Mq transistors to increase the GBW. Also, the size of Mi transistor 
affects the input capacitance of the T1A as given in Eq. (2.43). To achieve a high 
unity gain bandwidth, we used a wider input transistor at the input. However, 
we used a narrow width transistor at the source follower to lower C out \ . 


2.3. 1.2 TIA Biasing 

The TIA biasing circuit is given in Fig. (2.6). To get the maximum gain from the 
core amplifier, all transistors except switch transistors must operate in saturation 
region for all operation conditions. Since all transistors are connected each other, 
an incorrect biasing of the single transistor will cause a reduction in amplifier 
performance. 

The basic idea of the bias circuit is to replicate a reference current I re f for other 
transistor branches by current mirrors. For a good current matching, long channel 
transistors are used in current mirrors. For example, M 9 /M 10 and M 12 /M 15 
are current mirror pairs. These transistors have longer channel length than the 
minimum process length of 0.5 /jrn and each pair has the same channel length. 
We have three current branches in our bias circuit which are I re f , Id 3 and Ida- 
Ri resistor is tied between Vdd arid the gate of M 9 to generate the reference 
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Vdd 



Figure 2.6: TIA Bias Circuit 

current I re f. Then Id 3 is copied from I re f by the current mirror transistor M\q. 
For analysis, we will ignore the channel length modulation and the body effect. 
The relation between I re f and Id3 is given as: 

Im = Iref \w/L)l = 2 ° Iref ^ 2 ' 31 ^ 

Ida is also replicated from Ida by current mirror transistor M 15 . Since M 15 and 
M 12 are the same, Ida is equal to Id3 ■ Lastly, we will mirror I D 3 to Idi by 
connecting the gate of Mu, M 42 and M i4 to M 3 , M 4 and M 2 to each other, 
respectively. To minimize the errors caused by the channel length modulation, 
the sizes of the current mirrors in the bias circuit and in the amplifier circuit are 
the same. So, Idi is equal to Id3 and Id2 is equal to I re f. In CMOS fabrication, 
the transistor parameters are prone to process variations. In the process file, 
statistically calculated variations of the transistor parameters are provided in 
terms of process corners. While designing the amplifier and the bias circuit, we 
should simulate the circuit for all process corners. In the amplifier circuit, we have 
two cascoded blocks and they consume a lot of voltage headroom. So, biasing 
of these transistors at the edge of the saturation region will increase the output 
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voltage swing. We designed a low voltage cascode current mirror by M n , M 12 
and R -2 [22], The condition to keep M 4 transistor in saturation region: 


Vsm > VsGA — hrP4 


Vdd — ^3 > Vdd — Hr — hrP4 


V 3 < Vb 4 + \ Vtpa\ 

(2.32) 

H)3 — V 3 — VsG 3 


Vb 4 ~ H.3 > VSG3 ~ HrP4 

(2.33) 


Eq. (2.33) shows that the voltage difference between V 54 and H 3 should be greater 
than Vs’G 3 — |Vpp 4 |- In the bias circuit, gate of M 32 is connected to drain of Mu 
and the gate of Mu is connected to its drain via resistor R 2 . The voltage drop 
on R 2 should enforce the condition in Eq. (2.33) to hold. To match I m and /p> 3 , 
both Mn and M 12 should be in saturation region. 

I D 3 R 2 = H 4 — Vfe 3 
Vsdu > Vsgii — |Vtph 

H>4 — Vb3 < |VTPll| 

If we combine Eq. (2.34), Eq. (2.33) and Eq. (2.35), we get 

Vsg3 ~ |Vtp 4 | < ID 3 R 2 < [VtphI + | Vpp3 1 (2.36) 

Since Vsb 3 i Vsb^i Vsbii and Vsbi 2 are equal to 0, Vtp 3 = Vpp 4 = Yppu — Vtpi 2 - 
If we rewrite Eq. (2.36) we find 

< ID 3 R 2 < 2|Vtp 3 | (2.37) 

UPU2- < (W/L) 3 . (2.38) 

Zil\p V 

To keep M 3 , M 4 , M u and M 12 in saturation, (W / L) 3 and R 2 should be in the 
range given by Eq. (2.37) and Eq. (2.38). In design steps, (W/L) 3 and R 2 values 
are found by parametric sweep simulations. 



(2.34) 

(2.35) 
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In the bias circuit, V& 2 voltage is generated by M 14 to bias M 2 . The saturation 
condition for M 2 is given 


VdS2 > VgS2 ~ VtN2 
V 2 + VtN2 > H 2 > VgS2 + Vgsi — Vtni 
V 2 = Vgsi + Vgs 6 

Vgsi + Vgs6 + Vrm > Vb2 > Vgs2 + Vgsi — Vtni (2.39) 

In the bias circuit, Vb 2 is equal to Vgsi3 + Vgsi 4- If Vgsi3 + Vgsi 4 is always less 
than Vgsi + Vgs 6 + Vrm and greater than Vgs2 + Vgsi — Vtni then Mi and M 2 
will be in saturation. To satisfy these conditions, the size of M 13 is made equal 
to Mi and the size of the M 14 is made equal to M 2 . As a result, Vgsi 3 is equal 
to Vgsi and Vgsi 4 is equal to Vgs 2 because of Ioi — Im- Then Mi and M 2 will 
be in saturation if 


Vgs6 > VgS2 — VtN2 


Vrm 


2 1 


D 2 


> 


21 


D 1 


K n {W / L ) 6 V KniW/L ) 2 


(2.40) 


Mf transistor bias voltage V),i is generated by Mg. There is no DC current flow 
over feedback resistor Rf and we can write that 


Vds7 — V out — V in — Vgsi 

By using Eq. (2.41), we can write bias condition for M 7 

Vgsi > Hi — Vtni 
Vtni + -t / — > 


21 


D 2 


K n (W / L)\ 


K n (W/Ly, 


(2.41) 


(2.42) 


Size of Mi and M 7 are chosen in terms of Eq. (2.42). 


2.3. 1.3 Input Capacitance of TIA 

The main advantage of the cascode topology over a simple common source am- 
plifier is that it lowers the Miller effect as given in Eq. (2.43) [21]. The input 


16 



capacitance of the cascode amplifier is given by: 

c 'in, amp = CqSI + (1 — AjI^GDI (2.43) 

where Cgsi is the gate to source capacitance of Mi and Cgdi is the gate to drain 
capacitance of M\ . A v i is the Miller gain which is given in Eq. (2.24). Cgsi and 
C G di are given by: 

C G si = W 1 C ov + mi ^ Cox , C G di = W\C ov (2.44) 

where W\ is the width of the input transistor Mi, Li is the length of the input 
transistor Mi, C ov is the overlap capacitance of the transistor and C ox is the gate 
capacitance of the transistor. Eq.(2.43) can be rewritten as 

2 r C 

C in, amp = W'i {(2 — A v i)C ov H — }. (2-45) 

To optimize C in , amp , the size of the Mi and the Miller gain A v i should be min- 
imized while conserving GBW. A v i given in Eq. (2.24) can be approximated as 
Ai = g m i r oi which is the intrinsic gain of M\ . 


2.3. 1.4 Noise Analysis 


As seen in Eq.(2.20), the voltage noise of the amplifier is an important factor 
to achieve a lower noise. For simplification, the noise contribution of the source 
follower is neglected. The input referred voltage noise of the cascode amplifier is 
given as: 

dh'l W ifc'/W dk-'I’^v ife'/Wn...! 

(2.46) 


— —_AkT'y 4kT 7 4/cTq AkT'yg m4 

' / n nn I O O' OO I 


n,op 


gml gm2g m l r ol gmAJmCoA 


9ml 


where r a is the transistor output resistance. Typically, g m ir 0 i S> 1, g m \f cA S> 1 
and gmi/gmi <C 1, yielding 

(2.47) 


V 2 « 

r n,op 


AkT^ 


gmi 


From the Eq.( 2.47), the voltage noise of the amplifier can be minimized by 
increasing the input transistor transconductance g m \ . If the transistor is in the 
saturation region, the g m 1 can be written as 


Wi 

gml \ / 2y / () (\> : r 7 / J 1 ^ 

-Ol 


(2.48) 
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where /i 0 is the mobility of the transistors and Ioi is the bias current or the drain 
current of the transistor. If Eq.(2.47) and Eq.(2.48) are combined together to get 


As seen in Eq.(2.49), the voltage noise V% op is inversely proportional to the square 
root of Idi and W\. 

To lower the input current noise given in Eq.( 2.20), g rn \ should be higher 
and C i n arn p should be lower. Since the power budget is limited, g m i can be 
increased only by making Mi transistor wider. However, as Mi gets wider, the 
input capacitance of the amplifier {Ci n ^ amp ) also increases. As a result, there is 
an optimal input transistor size for the smallest noise figure ( NF ) [23]. 

2.3. 1.5 Optimal Mx Size 



(2.49) 


11 
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Figure 2.7: Optimal Noise Figure vs. Input Transistor Width 
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To find the optimum Wi, the MATLAB code given in Apendix A.l is used. In 
the code, C par is assumed to be 1.5 pF which is sum of the bonding pad capaci- 
tance [19] and the electrostatic discharge (ESD) protection circuit capacitance at 
the input. For simplification of the analysis A v i taken as —8. NF is optimized 
for 20 MHz. The result from the MATLAB code is given in Figure 2.7. 

As seen in Fig. (2.7), NF starts to decrease as W\ increases until the opti- 
mum point because the amplifier voltage noise decreases. After the optimum 
point, NF increases gradually because the amplifier input capacitance becomes 
dominant. Additionally, the bias current I D1 and NF are directly propor- 
tional while the optimum transistor width does not depend on the bias current. 



Figure 2.8: Optimum Input Transistor Width for Different Frequencies Id = 2 mA 

In Fig. (2.8), the optimum input transistor width is analysed at different fre- 
quencies for the given bias current. The results indicate that the optimum input 
transistor width doesn’t change for different frequencies. As a result of opti- 
mum transistor size analysis, we chose size of M\ as (300p,?n/0.5/im) and the bias 
current Id as 2 mA. 
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2.3. 1.6 Simulations 



Figure 2.9: TIA Transimpedance Gain and Bandwidth 

To find bandwidth and transimpedance gain of the implemented circuit, small- 
signal AC analysis is done with CADENCE Spectre simulator. As a result, simu- 
lated closed loop bandwidth of the TIA is 30 MHz and the transimpedance gain 
is 400 kfl (112 dBD) as given in Fig. (2.9). 
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2.3. 1.7 Noise 



Figure 2.10: TIA Input Referred Current Noise 

In Fig. (2.10), theoretically calculated and simulated TIA input referred cur- 
rent noise is given. As seen in Fig. (2.10), TIA input referred current noise is 
higher than CMUT current noise below 100 kHz because of transistors flicker 
noise which is neglected in the MATLAB calculation. TIA input current noise is 
approximately 0.2 pA/a/Hz at the interval (100 kHz - 10 MHz), which is equal 
to the current noise of 400 kfl feedback resistor Rf. As seen, it is lower than 
CMUT current noise 0.3 pA/v^Hz. Beyond 10 MHz, TIA input referred cur- 
rent noise starts to increase because of the total input capacitance Eq. (2.20). 
However, the noise increase at higher frequencies is not significant because ad- 
ditional low pass filters can be used at the input of an ultrasound scanner. 
Additionally, the simulated input referred current noise is always higher than 
that of the calculated one beyond 10 MHz. This shows that the calculated 
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TIA input capacitance given by Eq. (2.45) is lower than the simulated value. 



Figure 2.11: TIA Input Referred Current Noise 

To obtain the noise figure presented in Fig. (2.11), we used the input current 
noise Eq. (2.20) and the CADENCE Spectre noise simulation result. As depicted 
above, the simulated NF is very high at the lower and higher frequencies. How- 
ever, at the mid band which we are interested in, NF is equal to 1.8 dB. As a 
result, the input current noise of the amplifier is lower than current noise of the 
CMUT within the frequency range 20 kHz to 10 MHz. 
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0.35 



Figure 2.12: Total Output Voltage Noise Spectral Density 

The total output voltage noise spectral density graphic which is simulated by 
CADENCE Spectre given in Fig. (2.12). The output voltage noise is approxi- 
mately equal to 0.14 /xV/a/Hz in frequency range (100 kHz to 10 MHz). Because 
of the feedback and input capacitances, the output noise voltage has a peak at 
25 MHz and it is equal to 0.155 /iV/\/Hz. 
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2.3. 1.8 Stability 



Figure 2.13: Loop Gain 

The stability analysis of the TIA is done with CADENCE Spectre Stability 
simulation tool (STB). To determine the stability of the system, the loop gain of 
the system should be analysed. The best known method to find the loop gain of a 
closed system is breaking the feedback from the input while preserving the system 
DC operation point. However, STB can generate the loop gain by inserting an 
ampermeter into the feedback without breaking the loop. TIA loop gain and the 
loop gain phase is given in Fig. (2.13). When the loop gain is 0 dB at 77 MHz, 
phase of the loop gain is 65° degree. So, the phase margin of TIA is 65° degree, 
acceptable value. 
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2.4 Layout 


After completing the schematic design and simulations, the next step is the layout 
design. The designed TIA will be fabricated by AMS C35B4C3 (0.35 /irn) CMOS 
process. C35B4C3 process has two layers poly-silicon, four layers Metal, 3.3V / 
5V MOSFET transistors and high resistive poly. C35B4C3 process features are 
summarized in Table 2.1. Additionally the cross section of the wafer given in 
Fig 2.14. 



PROT2 

PROT1 

IMD3 

IMD2 

IMD1 

ILDFOX 

FOX 


Figure 2.14: C35B4C3 Process Wafer Cross Section [1] 

The amplifier layout is given in Fig. (2.15). The dimensions of the TIA layout 
is 133/irn x 45/jrn. In the chip, 128 TIA cells will be placed in a one column to 
connect them to input pads easily. Additionally, left side of the layout is input 
port and the right side is output port of the TIA. The bias voltage ports are 
placed in rows and their connections reach from top to bottom side of the cell 
boundary. When TIA cells are put on top of each other, their bias and supply 
ports will be connected each other without any interconnections. We will use only 
one bias circuit to bias all TIA cells because all of them are the same. By this way 
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Table 2.1: C35B4C3 Features [1] 


Process technology specifications 

Units 

C35B4C3 

Drawn MOS Channel Length 

H m 

0.35 

Operating Voltage 

V 

3.3 / 5 

Number of Masks 

# 

20 

Number of Masking layers 

# 

24 

Number of Metal Layers 

# 

4 

Number of Poly Layers 

# 

2 

Substrate Type 


P 

Diffusion Pitch 

/im 

0.9 

Metall/2/3/4 Pitch 

/irn 

0.95 / 1.1 / 1.1 / 1.2 

Metall/2/3/4 conacted Pitch 

/irn 

1.05 / 1.2 / 1.2 / 1.3 

Polyl Pitch 

/irn 

0.8 

High Resistive Poly 

kO/D 

1.2 

Polyl/Poly2 Precision Caps 

fF //im 2 

0.9 

N/PMOS Channel Length 

/im 

0.30 / 0.30 

N/PMOS Saturation Current 

/iA//iin 

520 / 240 


we will save power and silicon space. Additionally, the bias voltages generated 
inside the chip will have output pads to control and adjust their voltages from 
the outside. 



Figure 2.15: TIA Layout 

In the layout design, the most critical part is parasitic capacitances between 
layers and routes. In our design, the most critical part of the amplifier is node Vi in 
Fig. (2.4) because additional parasitic capacitances will limit GBW in Eq. (2.30). 
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So, in the layout we put transistors M 2 , M 6 and M 3 at that node as close as pos- 
sible. We divided the wide transistors to multiple gates to lower drain and source 
capacitances. Mi transistor is placed as close as possible to the input port to 
decrease interconnection length and parasitics. Using the minimum width for in- 
terconnections decreases the metal to substrate parasitic capacitances. However, 
metal layers and vias have a current density limit. For example, METAL-1 layer 
can carry current up to IniA/l/im width. The connection between M 2 and M :i 
is sensitive to the parasitic capacitances, but this connection has to carry 2 mA 
current. So, the interconnection width between M 2 and M 3 is chosen in terms of 
current density limit. To prevent latch up, ntub and ptub guard rings are added 
between the PMOS and NMOS transistors. The ring will be completed when all 
the cells are put together. 


Another critical part of the layout is the feedback resistor Rf. Since we need 
a high resistance at the feedback in a small area, we used ’’High Resistive Poly” 
module (RPOLYH) layer in layout. RPOLYH sheet resistance is 1.2kf2/D and the 
minimum allowed width is 0.8/im. RPOLYH layer has also parasitic capacitances 
to substrate and this capacitances cause ringing in the step response. Increasing 
the width of the Rf, increases the resistance precision however it also increases 
the parasitic capacitances. So, we chose the minimum width for Rf to minimize 
the parasitic capacitances. To get 400kf2 resistance, we used 267 /jrn length, 
0.8/im width RPOLYH and we draw Rf like a meander to minimize the size. The 
feedback capacitor Cf is designed by using POLY1-POLY2 capacitor CPOLY 
which has 0.86fF //ini 2 . 



Figure 2.16: Bias Circuit Layout 
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The bias circuit layout is given in Fig. (2.16). The dimensions of the layout 
is 170/irn x 45/rm. Although Ri is bigger than R 2 , R 2 covers much more area 
than Ri in the layout. Since R 2 is critical to keep transistors in saturation, we 
used high precision poly2 resistor (RPOLY2PH) which has the highest precision 
of %5 whereas RPOLYH precision is %20 . The sheet resistance of the RPOLY2 
is 50D/D which is much smaller than RPOLYH. 



Figure 2.17: TIA Layout with I/O Pads 

In Fig. (2.17) 4 TIA cells integrated to I/O Pads and electro static discharge 
(ESD) circuit. Size of the one I/O Pad is 85/im x 85/im. We placed the I/O PADS 
in 2 columns to keep aspect ratio of the die low. Also, we added ESD diodes to 
the input for protecting the amplifier input. In the die, we will have 128 input 
Pads and the pitch of the pads is 45 /im. So, our die size is 5760/im x 1215/im 
and the total die area is 7mm 2 . 


2.4.1 Post-layout Simulations 

After completing the layout design, we extracted parasitic capacitances from 
the layout by QRC simulation. Then we made a Monte Carlo simulation by 
using extracted schematic. In the Monte Carlo simulation we tested 48 different 




conditions. We tested the circuit for temperatures 0° C, 27° C and 70°. As 
described before CMOS technology hie has process corner. Both resistors and 
capacitors have worst case speed and worst case power corners. Transistors have 
four process corners which are cmosws, cmoswp, cmoswo and cmoswz. In cmosws, 
the transistors are slower and weaker than typical. In cmoswp, the transistors are 
faster and stronger than typical. In cmoswo, PMOS transistors are slower than 
typical and NMOS transistors are faster than typical, cmoswz is the opposite of 
the cmoswo. In these corners, we made AC small-signal analysis, stability analysis 
and transient analysis. In the AC analysis we measured the TIA bandwidth 
whereas in the stability analysis we measured the phase margin of the TIA. 
Lastly, in the transient simulation, we applied 100 nA current pulse at the input 
to measure overshoot at the TIA output. Monte Carlo simulation results are 
depicted in Table 2.2. Summarized parameters of the designed TIA is given in 
Table 2.3. 


Table 2.2: Monte Carlo Simulation Results 



Minimum 

Maximum 

Bandwidth 

28 MHz 

80 MHz 

TIA Gain 

333 kQ 

466 ktt 

Phase Margin 

53° 

121° 

Overshoot 

%1 

%33 


Table 2.3: Results 


Process 

0.35/un 

TIA Area 

133/nn x 45/jrn 

Bias Area 

170/un x 45/an 

Bandwidth 

30 MHz 

TIA Gain 

400 kO 

Input Current Noise 

270 fA/vHz @ 10 MHz 

Power Supply 

5 V 

TIA Power Consumption 

10.5 mW 

Bias Power Consumption 

20.5 mW 
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Chapter 3 


Conclusion 


For ultrasonic imaging with CMUTs, interfacing electronics is needed because 
impedance mismatch between the cable and CMUT receivers and to preserve the 
CMUT receiver sensitivity. For this reason, a CMOS transimpedance amplifier is 
designed for connecting the CMUT receivers to an ultrasonic imaging system. We 
evaluated different TIA topologies such that resistive termination, common gate 
amplifier and resistive feedback TIA. In the evaluation of the these topologies, 
we saw that resistive termination and CGA has limitations to achieve a low noise 
performance. However, a resistive feedback TIA can provide both low noise and 
wide bandwidth amplification. 

To preserve the CMUT receiver’s sensitivity, designing a low noise amplifier 
is very important. In the analysis of the resistive feedback TIA, we saw that 
capacitances at the input of the amplifier and the input voltage noise of the 
core amplifier have significant effect on noise performance of the amplifier. Ad- 
ditionally, we find out that there is a trade off between the input capacitance 
of the amplifier and the input voltage noise of the amplifier. To design a low 
noise amplifier, we write a MATLAB code to find the optimum size of the input 
transistor. 

We implemented the schematic of TIA with Cadence and made simulations to 
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characterize the TIA. Designed TIA has 30 MHz bandwidth and 400 kO tran- 
simpedance gain. Total input referred current noise of the TIA is 270 fA/v^Hz at 
10 MHz. The noise figure of the TIA is 2.7 dB at 10 MHz when connected to the 
CMUT with 200 kfl source resistance. Power consumption of the TIA is 10.5 mW. 
These results shows that a low power, low noise and wide bandwidth TIA design 
is achieved. The design will be produced by Europractice multi-project wafer 
(MPW) service using AMS foundry [24], 
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Appendix A 


Data 


A.l Optimum Width MATLAB Code 


%% Initials 

k=l . 38E— 23; % J/K 

T=300 ; % K 

Rf = 400e3; % ohm 


Rs = 

200e3; 


Ccmut = O.le— 12; 

% F 

Cpar 

= 1 . 5e— 12; 


W = 

(10:1: 10000) * 

le— 6; % 

L = 

0.5e— 6; % m 


tox= 

15. 2e— 9; % m 

uO = 

564.3e— 4; %m 

C2/ (V. s 

er = 

3.9; 


eO = 

8 . 85e— 12 ; % 

F/m 

Vth 

= 0.76; %V 


Cgdo 

= 1 . 08e— 10; 

%F/m 5 

Cox 

= er*e0/tox; 


Cg = 

Cox*W*L; 


Cov 

= Cgdo*W; 


CGS 

= 2*Cg/3+Cov; 


CGD 

= Cov; 
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miller = —8; % 1+gml / (gm2+gmb2) 

Cin_op = CGS+ (1— miller) *CGD; 

%w x = (Ccmut+Cpar) /( (miller) *Cgdo+2*L*Cox/3) *le6 
% Cin,amp = Ccmut+Cpar 
%Id = 2e— 3; % Bias Current 
for i= ( 1 : 5 ) 

Id=i*2e— 3; 

%vop = 0 . 3e— 9; % (nV/sqrt(Hz) 

%gm = 15e— 3; % S gml 

gm = 2/3*sqrt (2*uO*Cox*Id*W/L) ; 

gm2= gm/miller; 

$Ctot = Cin_op+Ccmut+Cpar; $ 

vop = sqrt ( 4 *k*T . /gm) ; % (nV/sqrt(Hz) 

ix2 = (vop . *Ctot ) . ~2 ; 

%f = 10. ~ (0:0.01:8) ; 
f=20e6; 
w = 2*pi*f; 

%% Input Noise 

%inoise = w. ~2 . *ix2 + (vop/ (Rs*Rf / (Rs+Rf ) ) ) ''2 + 4*k*T/Rf+4*k*T/Rs; 
inoise = w."2.*ix2 + (vop/ (Rs*Rf/ (Rs+Rf) ) ) . "2; 
irf =4 *k*T/Rf tones ( 1 , size ( f , 2 ) ) ; 

% figure ( 1 ) 

% tit = sprintf ( ' Rf=%d, Rs=%d, Ctot=%d, Vop=%d ' , Rf , Rs , Ctot , vop) ; 

% loglog (f, inoise, f, irf ) 

% title (tit ) 

% legend (' Opamp Noise Feedback Noise') 

% xlabel ('Hz'); ylabel ( ' A~2/Hz ' ) ; 

%% Noise Figure 
icmut = 4*k*T/Rs; 

nf(i,:) = db ( (inoise+irf +icmut )/( icmut ),' power ') ; 

%led = sprintf (' Rf=%0 . 3g, Rs=%0 . 3g, ld=%0 . 3g, L=%0 . 3g, f=%0 . 3g ' , Rf , Rs , Id, L, f ) ; 
P (i) = Id*5/le— 3; 

led{i} = sprintf (' I_d=%2 . Of mA',P(i)/5); 

%legend (led) ; 

Gm ( i , : ) = vop ; 

CCtot (i, : ) =Ctot; 
end 

figure ( 1 ) 

semilogx (W . / le— 6, nf , ' LineWidth ' , 2 ) 

%title (' Noise Figure @ 20MHz') 
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xlabel('W ({\mu}m) ') ; ylabel (' Noise Figure (dB) ' ) ; 
legend(led, 'Location', 'best') 
legend BOXOFF 
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